Arteriovenous fistula after laser-assisted pacemaker lead extraction.
Acute arteriovenous fistulas have been reported after pacemaker lead extraction. We report a case of an arteriovenous fistula presenting 2 weeks after transvenous laser-assisted lead extraction.